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Instructions For Use:  Comfort Mat:  O-CM 

Cleaning and Maintenance:
1. After each use, clean the device. 
2. Clean and disinfect using a quaternary ammonium disinfecting/cleaning solution 

following the manufacturer’s recommendation for achieving low-level disinfection. 
3. Read the cleaning product’s directions and follow the instructions on the label. 
4. Wipe device with a clean, dry cloth. 
5. Make certain the product is dry prior to reinstalling to avoid damage.

CAUTION: Damage may result if product is cleaned with bleach. 
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